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(57) ABSTRACT 

.An eddy current probe includes an excitation coil for coupling 
to a low-frequency alternating current (AC) source. A mag- 
netoresistive sensor is centrally disposed within and at one 
end of the excitation coil to thereby define a sensing end of the 
probe. A tubular flux -focusing lens is disposed between the 
excitation coil and the magnetoresistive sensor. An excitation 
wire is spaced apart from the magnetoresistive sensor in a 
plane that is perpendicular to the sensor’s axis of sensitivity 
and such that, when the sensing end of the eddy current probe 
is positioned adjacent to the surface of a structure, the exci- 
tation wire is disposed between the magnetoresistive sensor 
and the surface of the structure. The excitation wire is coupled 
to a high-frequency AC source. The excitation coil and flux- 
focusing lens can be omitted when only surface inspection is 
required. 

20 Claims, 3 Drawing Sheets 
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EDDY CURRENT PROBE FOR SURFACE AND 
SUB-SURFACE INSPECTION 

CROSS-REFERENCE TO RELATED PATENT 

APPLICATIONS 5 

This patent application claims the benefit of and priority to 
U.S. Provisional Patent Application No. 61/479,918, filed on 
Apr. 28, 2011, the contents of which are hereby incorporated 
by reference in their entirety. 10 

STATEMENT REGARDING FEDERALLY 
SPONSORED RESEARCH OR DEVELOPMENT 

The invention was made in part by an employee of the 
United States Government and may be manufactured and 
used by or for the Government of the United States of 
America for governmental purposes without the payment of 
any royalties thereon or therefor. 2 o 

FIELD OF THE INVENTION 

This invention relates to eddy current probes. More spe- 
cifically, the invention is an eddy current probe for inspecting 25 
a structure’s surface and sub-surface regions. 

BACKGROUND OF THE INVENTION 

Non-destructive evaluation (NDE) technologies are used 30 
to inspect a variety of structures for fatigue and corrosion 
damage. One type of NDE technology is an eddy current 
probe that includes the use of a magnetoresistive sensor. 
Designs of conventional eddy current probes are optimized 
for detection of surface and sub-surface structural problems 35 
that are typically up to 10 millimeters from a structure’s 
surface. However, these conventional eddy current probes are 
not particularly effective at high-resolution detection/charac- 
terization of anomalies at a structure’s surface. 

40 

SUMMARY OF THE INVENTION 

Accordingly, it is an object of the present invention to 
provide an eddy current probe. 

Another object of the present invention is to provide an 45 
eddy current probe that can be used to detect both surface and 
sub-surface anomalies. 

In accordance with the present invention, an eddy current 
probe for surface and sub-surface inspection includes an exci- 
tation coil having windings that are coupled to a low-fre- 50 
quency alternating current (AC) source. A magnetoresistive 
sensor is centrally disposed within the excitation coil and at 
one end of the excitation coil to thereby define a sensing end 
of the eddy current probe. In use, the sensing end of the eddy 
current probe is positioned adjacent to a surface of a structure. 55 
The magnetoresistive sensor has an axis of sensitivity. A 
tubular flux-focusing lens is disposed between the excitation 
coil and the magnetoresistive sensor to prevent magnetic 
coupling between the excitation coil and the magnetoresistive 
sensor. The lens is made from an electrically conductive 60 
material having a high magnetic permeability. An excitation 
wire is spaced apart from the magnetoresistive sensor in a 
plane that is perpendicular to the sensor’s axis of sensitivity 
and such that, when the sensing end of the eddy current probe 
is positioned adjacent to the surface of the structure, the 65 
excitation wire is disposed between the magnetoresistive sen- 
sor and the surface of the structure. The excitation wire is 
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coupled to a high- frequency AC source. For inspections lim- 
ited to surfaces, the excitation coil and flux-focusing lens can 
be omitted. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a cross-sectional schematic view of an eddy 
current probe for surface and sub-surface inspection in accor- 
dance with an embodiment of the present invention; 

FIG. 2 is a cross-sectional schematic view of an eddy 
current probe coupled to two alternating current (AC) sources 
to form an eddy current probe system for surface and sub- 
surface inspection in accordance with another embodiment of 
the present invention; 

FIG. 3 is an isolated schematic view of a magnetoresistive 
sensor encased in a dielectric housing that lias a channel 
formed therein to receive an excitation wire in accordance 
with an embodiment of the present invention; 

FIG. 4 is a plan view of the magnetoresistive sensor’s 
dielectric housing taken along line IV of FIG. 3 illustrating a 
one-dimensional channel formed therein with the excitation 
wire residing in the channel in accordance with an embodi- 
ment of the present invention; 

FIG. 5 is a cross-sectional view of the magnetoresistive 
sensor’s dielectric housing taken along line V in FIG. 4; 

FIG. 6 is a plan view of the magnetoresistive sensor’s 
dielectric housing illustrating a channel formed therein that 
defines two orthogonal dimensions with the excitation wire 
residing in the channel in accordance with another embodi- 
ment of the present invention; and 

FIG. 7 is a cross-sectional schematic view of an eddy 
current probe for surface inspection in accordance with 
another embodiment of the present invention. 

DETAILED DESCRIPTION OF THE INVENTION 

Referring now to the drawings and more particularly to 
FIG. 1, an eddy current probe in accordance with an embodi- 
ment of the present invention is shown and is referenced 
generally by numeral 10. As will be explained further herein, 
eddy current probe 1 0 is capable of detecting anomalies under 
a surface 102 of a structure 100 as well as on surface 102. 
Structure 100 could be, but is not limited to, a laminated 
structure such as those used in fabricating aircraft structures. 

Probe 10 illustrates only those elements that form the mea- 
surement “head” of an eddy current probe system that will be 
described later herein. Further, probe 10 only illustrates the 
elements involved with making measurements as probe 10 
will generally include various mechanical features (not 
shown) to support the measurement elements as would be 
understood by one of ordinary skill in the art. 

For deep flaw detection, probe 10 can include features of 
the magneto resistive flux-focusing eddy current probe 
described in U.S. Pat. No. 6,888,346, the content of which is 
hereby incorporated by reference. More specifically, probe 10 
includes an excitation or drive coil 12 defined by a number of 
windings 12A that form an open-ended cylinder. Disposed 
within excitation coil 12 is a flux focusing lens 14 defined by 
an open-ended tube of electrically conductive material having 
a high magnetic permeability that is generally 100x4jtxl0 -7 
Henry per meter (H/ 111 ) (or 100 p. 0 H/m) or greater. Disposed 
within flux focusing lens 14 and at one end thereof is a 
magnetoresistive sensor 1 6 such as an anisotropic magnetore- 
sistive (AMR) sensor or a giant magnetoresistive (GMR) 
sensor, both of which are integrated circuit packages. 

Magnetoresistive sensor 16 is positioned within and at one 
end of flux focusing lens 14 such that an axis of sensitivity 



US 8,717,012 B2 


3 

16A of sensor 16 is oriented as needed for a particular mea- 
surement application. For example, in the illustrated embodi- 
ment, axis of sensitivity 16A is perpendicular to surface 102 
when probe 10 is positioned thereover as illustrated. How- 
ever, the present invention does not require sensor 16 to be 5 
positioned such its axis of sensitivity was parallel to surface 
102 when probe 10 is positioned thereover. As would be 
understood by one of ordinary skill in the art, a magnetore- 
sistive sensor’s axis sensitivity is a linear axis in three-dimen- 
sional Euclidean space along which the sensor’s maximum to 
response is achieved with respect to changes in magnetic 
fields described in U.S. Pat. No. 6,888,346. The above-de- 
scribed elements can be used to detect flaws under surface 
102 when excitation coil 12 is driven by an alternating current 
(AC) source (not shown) of relatively low frequency. 15 
Depending on the particular application, low frequency can 
be at or near DC up to as much as 100 KHz. 

Probe 10 is further configured to simultaneously be sensi- 
tive to anomalies (e.g., holes, scratches, cracks, nicks, etc.) at 
surface 102 of structure 100. To do this, probe 10 includes an 20 
excitation wire 18 (e.g., a single-strand, electrically-conduc- 
tive wire) arranged to lie in a plane that is spaced apart from 
magnetoresistive sensor 16 with wire 18 being perpendicular 
to axis of sensitivity 16A of magnetoresistive sensor 16. The 
perpendicularlity of excitation wire 18 relative to axis of 25 
sensitivity 16A can also be maintained when sensor 16 is 
positioned such that its axis of sensitivity 16A will be parallel 
to surface 102 when probe 10 is positioned thereover. 

Between its end nodes 18A and 18B, excitation wire 18 
spans the sensing element(s) (e.g., typically a Wheatstone 30 
bridge) of magnetoresistive sensor 16. To detect anomalies at 
surface 102, excitation wire 18 is driven by an AC source (not 
shown) of relatively high frequency. In this way, excitation 
wire 18 serves as a second (high frequency) induction source 
with excitation coil 12 serving as a first (low frequency) 35 
induction source. As used herein with respect to excitation 
wire 18, high frequency refers to a frequency that is greater 
than that used to drive excitation coil 12 and, depending on 
the application, generally ranges from greater than 100 KHz 
to several megahertz. The depth that an electromagnetic field 40 
penetrates into a structure is a fimction of the structure’s 
conductivity and the electromagnetic field’s frequency as 
governed by Maxwell’s equations. 

As mentioned above, probe 10 can be incorporated into an 
eddy current probe system by coupling appropriate drive 45 
sources thereto. Accordingly, FIG. 2 illustrates such an eddy 
current probe system 50 where a low-frequency AC source 20 
is coupled to excitation coil 12 and a high-frequency AC 
source 30 is coupled to excitation wire 18. The particular 
frequencies for sources 20 and 30 are determined for a par- 50 
ticular application. If not included with magnetoresistive sen- 
sor 16, measurement electronics 40 can be provided and 
coupled to sensor 16. Measurement electronics 40 is assumed 
to include, if necessary, background signal removal and/or 
biasing elements as are typically required if sensor 1 6 is GMR 55 
sensor. 

Magnetoresistive sensor 16 is generally provided within an 
integrated circuit (IC) chip package. In this embodiment, the 
present invention can make use of the IC chip package’s 
dielectric housing. This is illustrated schematically in FIG. 3 60 
where magnetoresistive sensor 16 is encased within an IC 
chip’s dielectric housing 60. For clarity of illustration, other 
electronics that could be included with sensor 16 have been 
omitted. Further, electrically conductive pins that are used as 
leads between sensor 16 and any other external measurement 65 
electronics are also not shown. To position excitation wire 18 
in a plane that is perpendicular to axis of sensitivity 16A, wire 
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18 can be passed through dielectric housing 60. In this way, 
excitation wire 1 8 can be positioned close to magnetoresistive 
sensor 16 and is protected from damage when the eddy cur- 
rent probe incorporating same is moved over a surface to be 
measured. 

Positioning of excitation wire 18 can be achieved during 
the incorporation of magnetoresistive sensor 16 into dielec- 
tric housing 60. However, the present invention is not so 
limited as excitation wire 18 could also be retrofitted into an 
existing magnetoresistive sensor. For example, FIGS. 4 and 5 
illustrate an embodiment of the present invention where 
dielectric housing 60 has a channel 62 formed therein with a 
base 62A of channel 62 lying in a plane perpendicular to axis 
of sensitivity 16 A. The width of channel 62 and diameter of 
wire 18 are not shown to scale in order to more clearly 
illustrate the present invention. Channel 62 could be formed 
in housing 60 as a post-fabrication process. 

Experimental testing of the above-described probes has 
shown that sensed/imaged surface features are elongated in a 
direction aligned with the length of excitation wire 18. In 
addition, very thin anomalies aligned with excitation wire 18 
could be missed. This effect can be eliminated by the embodi- 
ment illustrated in FIG. 6 where measurement resolution and 
sensitivity of the eddy sensor probe are improved by provid- 
ing two magnetoresistive sensors and positioning the probe’s 
excitation wire in at least two dimensions of its mounting 
plane. More specifically, FIG. 6 illustrates such an embodi- 
ment where dielectric housing 60 encases two magnetosen- 
sitive sensors 16 and 16'. A shaped channel 64 and corre- 
sponding base 64A is formed in housing 60 and traverses 
sensors 1 6 and 1 6' with legs 64B and 64C being orthogonal to 
one another. As in the previous example, base 64A of leg 64B 
orients one portion of excitation wire 18 perpendicular to the 
axis of sensitivity associated with sensor 16 while base 64A 
of leg 64C orients another portion of excitation wire 18 per- 
pendicular to the axis of sensitivity associated with sensor 16'. 
In this way, when excitation wire 18 is led through channel 64 
along base 64A, excitation wire 18 essentially defines a dual 
induction source as the portion of wire 18 in leg 64B forms a 
first induction source and the portion of wire 18 in leg 64C 
forms a second induction source. 

The advantages of the present invention are numerous. The 
probe configuration includes two induction sources with a 
single pickup sensor. The use of a magnetoresistive device as 
the magnetic field sensor enables efficient monitoring of mag- 
netic fields at frequencies from DC to megahertz. The present 
invention adds capabilities for high frequency, high spatial 
resolution of surface features and surface breaking defects. 
Tests of the present invention show a significant increase in 
the resolvability of small and closely spaced surface anoma- 
lies as compared to a conventional eddy current “pencil” 
probe. Thus, the present invention provides a wide bandwidth 
probe with dual induction sources for simultaneous low-fre- 
quency deep flaw detection and high frequency high-resolu- 
tion near-surface material characterization. 

Although the invention has been described relative to a 
specific embodiment thereof, there are numerous variations 
and modifications that will be readily apparent to those 
skilled in the art in light of the above teachings. For example, 
a simple surface- inspection eddy current probe could also be 
constructed in accordance with the present invention as illus- 
trated in FIG. 7. More specifically, the measurement head of 
an eddy current probe 70 includes only a magnetoresistive 
sensor 76 and an excitation wire 78 that can be coupled to a 
high-frequency AC source 30. Probe 70 can be fabricated in 
any of the ways described above and illustrated herein as it 
relates to the surface inspection portion of the surface and 
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sub-surface probes/systems. It is therefore to be understood 
that, within the scope of the appended claims, the invention 
may be practiced other than as specifically described. 

What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 5 

1. An eddy current probe comprising: 

an excitation coil having windings adapted to be coupled to 
a low-frequency alternating current (AC) source; 
at least one magnetoresistive sensor centrally disposed 
within said excitation coil and at one end of said excita- to 
tion coil to thereby define a sensing end of said eddy 
current probe adapted to be positioned adjacent to a 
surface of a structure, each said magnetoresistive sensor 
having an axis of sensitivity; 

a tubular flux focusing lens disposed between said excita- 15 
tion coil and each said magnetoresistive sensor for pre- 
venting magnetic coupling between said excitation coil 
and each said magnetoresistive sensor, said lens being 
made from an electrically-conductive material having a 
high magnetic penneability; and 20 

an excitation wire spaced apart from each said magnetore- 
sistive sensor wherein said excitation wire is perpen- 
dicular to each said axis of sensitivity and such that, 
when said sensing end of said eddy current probe is 
positioned adjacent to the surface of the structure, said 25 
excitation wire is disposed between each said magne- 
toresistive sensor and the surface of the structure, said 
excitation wire adapted to be coupled to a high-fre- 
quency AC source. 

2 . The eddy current probe as in claim 1 , wherein said 30 
excitation wire extends in one dimension. 

3. The eddy current probe as in claim 1, wherein said 
excitation wire extends in at least two orthogonal dimensions. 

4 . The eddy current probe as in claim 1 , wherein each said 
magnetoresistive sensor is encased in a dielectric housing 35 
with a channel formed therein, and wherein said excitation 
wire resides in said channel. 

5 . The eddy current probe as in claim 4 , wherein said 
channel extends in one dimension. 

6 . The eddy current probe as in claim 4 , wherein said 40 
channel extends in at least two orthogonal dimensions. 

7 . The eddy current probe as in claim 1 , wherein each said 

magnetoresistive sensor is selected from the group consisting 
of a anisotropic magnetoresistive sensor and a giant magne- 
toresistive sensor. 45 

8. The eddy current probe as in claim 1, wherein said 
excitation wire comprises a single-strand wire. 

9 . An eddy current probe system comprising: 
an excitation coil having windings; 

a first alternating current (AC) source coupled to said exci- 50 
tation coil for supplying a first AC drive signal thereto 
wherein said first AC drive signal has a frequency less 
than approximately 100 KHz; 
a magnetoresistive sensor centrally disposed within said 
excitation coil and at one end of said excitation coil to 55 
thereby define a sensing end of said eddy current probe 
adapted to be positioned adjacent to a surface of a struc- 
ture, said magnetoresistive sensor having an axis of sen- 
sitivity; 

a tubular flux focusing lens disposed between said excita- 60 
tion coil and said magnetoresistive sensor for preventing 
magnetic coupling between said excitation coil and said 
magnetoresistive sensor, said lens being made from an 
electrically-conductive material having a magnetic per- 
meability of at least approximately 100 p 0 H/m; 65 

an excitation wire spaced apart from said magnetoresistive 
sensor wherein said excitation wire is perpendicular to 


said axis of sensitivity and such that, when said sensing 
end of said eddy current probe is positioned adjacent to 
the surface of the structure, said excitation wire is dis- 
posed between said magnetoresistive sensor and the sur- 
face of the structure; and 

a second AC source coupled to said excitation wire for 
supplying a second AC drive signal thereto wherein said 
second AC drive signal has a frequency greater than said 
first AC drive signal and greater than approximately 1 00 
KHz. 

10 . The eddy current probe system as in claim 9 , wherein 
said excitation wire extends in one dimension. 

11 . The eddy current probe system as in claim 9, wherein 
said excitation wire extends in at least two orthogonal dimen- 
sions. 

12 . The eddy current probe system as in claim 9 , wherein 
said magnetoresistive sensor is encased in a dielectric hous- 
ing with a channel formed therein, and wherein said excita- 
tion wire resides in said channel. 

13 . The eddy current probe system as in claim 12 , wherein 
said channel extends in one dimension. 

14 . The eddy current probe system as in claim 12 , wherein 
said channel extends in at least two orthogonal dimensions. 

15 . The eddy current probe system as in claim 9 , wherein 
said magnetoresistive sensor is selected from the group con- 
sisting of a anisotropic magnetoresistive sensor and a giant 
magnetoresistive sensor. 

16 . The eddy current probe system as in claim 9 , wherein 
said excitation wire comprises a single-strand wire. 

17. .An eddy current probe, comprising: 

an excitation coil having windings adapted to be coupled to 
a low-frequency alternating current (AC) source; 

at least one magnetoresistive sensor encased in a dielectric 
housing centrally disposed within said excitation coil 
and at one end of said excitation coil to thereby define a 
sensing end of said eddy current probe adapted to be 
positioned adjacent to a surface of a structure, each said 
magnetoresistive sensor having an axis of sensitivity, 
said dielectric housing having a channel formed therein 
at said sensing end of said eddy current probe with a base 
of said channel lying in a plane that is spaced apart from 
each said magnetoresistive sensor and perpendicular to 
each said axis of sensitivity; 

a tubular flux focusing lens disposed between said excita- 
tion coil and each said magnetoresistive sensor for pre- 
venting magnetic coupling between said excitation coil 
and each said magnetoresistive sensor, said lens being 
made from an electrically-conductive material having a 
high magnetic penneability; and 

an excitation wire residing in said channel at said base 
thereof such that, when said sensing end of said eddy 
current probe is positioned adjacent to the surface of the 
structure, said excitation wire is disposed between each 
said magnetoresistive sensor and the surface of the strac- 
ture, said excitation wire adapted to be coupled to a 
high-frequency AC source. 

18 . The eddy current probe as in claim 17 , wherein said 
excitation wire extends in one dimension in said plane. 

19 . The eddy current probe as in claim 17 , wherein said 
excitation wire extends in at least two orthogonal dimensions 
in said plane. 

20 . The eddy current probe as in claim 17 , wherein each 
said magnetoresistive sensor is selected from the group con- 
sisting of a anisotropic magnetoresistive sensor and a giant 
magnetoresistive sensor. 



